Brazilian law forbids the addition of cheese whey in milk. However, adulteration with cheese whey is one of the most applied fraud due to its low cost. The detection of this fraud is the quantification of Caseinomacropeptide (CMP). The CMP is a constituent of the whey that can be used as adulteration marker. Thus, an analytical method capable of identifying CMP by Fourier Transform Infrared Spectra (FTIR) was developed using chemometrics methods. Firstly, we attempted to develop an exploratory analysis model by Hierarchical Grouping Analysis (HCA) and Principal Component Analysis (PCA) that indicated similarity between samples of raw milk and semi-skimmed milk. Moreover, in the PCA scores, it was possible to observe a tendency of separation between samples with different concentrations of CMP. Afterwards, multivariate regression models were used for Partial Least Squares (PLS), Partial Least Square with Interval Synergism (siPLS) and Supporting Machines with Least Squares (LS-SVM) to quantify the adulteration in different types of milk by Cheese serum through the CMP. All the models were then compared to each other and the results of the official method with Liquid Chromatography Tandem mass spectrometry (LCMS/MS) analysis used by the Ministry of Livestock and Supply (MAPA). The model LS-SVM, employing the full spectrum, obtained the best result compared to the other models (PLS and siPLS) to quantify the CMP in the milk samples.
INTRODUCTION
In recent years in Brazil, it were discovered several frauds in bovine milk production and in its transportation. One of the most profitable milk frauds recently discovered was the cheese whey addition, which is prohibited by Brazilian law. This milk adulteration leads to a fat content dilution and a reduction of its nutritional value, since each 10% volume of cheese whey added reduces 8% the milk protein content. The cheese whey is a milk by-product and, consequently, it is one of the most troubling frauds to detect. 1 Moreover, the milk adulteration by cheese whey became easy to be performed in, since the milk industry does not have a rapid way to detect the fraud.
Nowadays, the Brazilian official methods for detect cheese whey addition in milk are based on caseinomacropeptide (CMP) detection through liquid chromatography coupled with mass spectrometry (LC-MS) or capillary electrophoresis. 2 The CMP is formed from the қ-casein cleavage through the chymosin action and it is present only in the cheese way and, therefore, can be used as adulteration marker. 3 Several approaches to CMP analysis in milk have been reported in the literature, such as high-performance liquid chromatography (HPLC) used to determine the CMP index and detect cheese adulteration of whey, 4 Reversed-phase high-performance liquid chromatography (RP-HPLC) for determination of CMP and monitoring of the addition of rennet whey to powdered milk, 5 highperformance liquid chromatography-mass spectrometry (LCMS-MS) for determination of CMP in brazilian bovine milk, 6 induced breakdown spectroscopy (LIBS) to detect and quantify adulterated milk powder through adding whey powder by using laser, 7 near infrared spectroscopy (NIR) for quantification of common adulterants including whey cheese in powdered milk for example. 8 Fourier Transformed Infrared Spectroscopy by attenuated total reflectance (FTIR-ATR) associated with chemometrics has been applied in researches as an alternative method for food matrices with low cost, rapid analysis and little or none sample pre-treatment, nondestructive and/or non-invasive avoid, high reagent consumption and has potential for portability. Moreover, the application of multivariate techniques in infrared spectroscopy enabled quantitative approach. 9, 10 The aim of this work was to develop a FTIR-ATR method associated with chemometrics to quantify CMP in different types of milk and to compare the results with the Brazilian official method.
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EXPERIMENTAL
Samples and reagents
The ultra-high temperature (UHT) milk samples (skimmed and semi-skimmed) were acquired in local markets as well as raw milk. The water used was purified through Milli-Q system (Millipore). It was also used in this work acetonitrile (Tedia), methanol (J. T. Baker), glycine (Vetec), acetic acid (J. T. Baker), porcine gastric mucous pepsin (Sigma-Aldrich), trichloroacetic acid (Merck) and formic acid (Merck). All reagents had purity grade for residue analysis. The CMP standard (Davisco Foods, EUA) and a synthetic pepsin digestion peptide (MAIPPKKNQDKTEIPTINT, Mimotopes, Australia) were used as analytical standard.
SAMPLE PREPARATION
Eighteen spiked milk samples were prepared by addition of 75 mg of CMP standard in 25 mL of milk and subsequent dilution to the final concentration of 60, 120, 180, 240, 300 and 360 mg L -1 to 10 mL completed with respective milk (Figure 1 ). The sample preparation procedure for LC-MS/MS analysis was as follows: 1 mL of sample ) were added in 1.5 mL vial and left for 24 h at 37 °C. After this period, the solution was direct analysed. External calibration was used in liquid chromatography.
Instrumentation
For milk analysis and separation of constituent digestion products were performed in a LCMS/MS system API 5000 AB Sciex (Foster City, CA, USA) coupled with a liquid chromatography 1100 Series (Agilent). The column was a PLRP-S (polystyrenedivinylbenzene), 150 x 4.6 mm 2 , 300 Å (Polymer Technologies, Varian). Quantitative analysis was obtained in MRM mode, using at least two transitions for each molecular ion. Mass spectrometer parameters for ionization and fragmentation were optimized using synthetic peptides standards injection by infusion followed by flow injection analysis (FIA). Mobile phase was composed by ultra-pure water (A) and acetonitrile (B), both with 0.1% of formic acid. Mobile phase flow was 600 mL min -1 and a gradient mode was used. Initial conditions were 10% of B in A, increasing to 60% from 2 to 5 min, holding for 5 min and returning to original composition in 2 min, for a total analysis time of 15 min. Equilibrium time was 2 min. A Triple quadrupole mass detector with electrospray ionization source (ESI) in positive mode was used for detection and quantification of targeted fragments. Turbo ion spray voltage was optimized at 5500 V and temperature source was 650 °C. Other optimized parameters are: EP=10 V; CAD=12 V; CUR=10 V; GS1=45 psi; GS2=55 psi Multiple reaction monitoring (MRM) conditions, typical retention time and optimal declustering potential (DP), collision energies (CE), collision cell exit potential (CXP) in the MS/MS mode for the product ions generated. 3 The fragmentation parameters were defined through a theoretical digestion by the Skyline software.
The infrared spectra were obtained in a FTIR spectrophotometer Cary 630 (Agilent Technologies) coupled with an attenuated total reflectance accessory with ZnSe crystal and helium/neon laser. The spectral range was 4000 to 800 cm -1 , 4 cm -1 resolution and 32 scans. All samples were analyzed in duplicate, at room temperature, in random order and with a background between each duplicate.
Multivariate Analysis
The software Matlab 8.1 (MathWorks Inc.Natick, USA), Chemostat, 12 the iToolbox 13 and the PLS_toolbox were used in the multivariate analysis. Before the multivariate analysis, the infrared spectra were smoothed by Savitzky-Golay algorithm (1st degree polynomial, 10 points per window) for noise reduction, normalized to maximum value equal to unity to equalize the weight of each sample in the posterior regression. At last, the smoothed and normalized data were mean-centered.
The pre-processed infrared spectra as input for principal component analysis (PCA) and hierarchical component analysis (HCA) for exploratory analysis were used. The HCA was performed using the Euclidean distance and the Ward method. Partial least square regression (PLSR), synergy interval partial least square regression (siPLSR) and least square support vector machine regression (LS-SVM) algorithms were used for multivariate regression. The preprocessed spectra were used as input for PLSR. Moreover, the infrared spectra were divided in 8, 16, 32, 64 and 128 intervals with equal number of variables and the PLSR was performed in each interval. In addition, combination of these intervals two by two, three by three and four by four were made and the PLSR was performed in each combination. This approach (divide, combine) is called siPLSR. The LS-SVM was performed only in the best regression variables defined by siPLSR as well as the entire spectra. The best regression variables were defined as the variables with smaller root mean square error for cross validation (RMSECV). The meta-parameters of LS-SVM and the latent variables of PLSR and siPLSR were selected through leaveone-out cross validation method in order to minimize RMSECV. The root means square error for calibration (RMSEC), root mean square error for prediction (RMSEP) and the determination coefficient (R 2 ) were also evaluated. The concentrations determined by LC-MS/MS were used as reference values for the multivariate regression. The Kennard-Stone algorithm was used to separate the samples between a calibration set (two-thirds) and a validation set (one-third). Figure 2 illustrates the infrared spectrum of the adulterated milk samples in the range of 4000-800 cm -1 . The absorption bands in the regions of 3700-3000 cm -1 and 1700-1500 cm -1 are related to vibrational combination and angular deformation, respectively, of water hydroxyl group, since it is the major milk component. 15 The absorption band in the 2200-2000 cm -1 region is related to the asymmetric CO 2 stretching. 16 The amide absorption bands that could be associated with the presence of CMP are supposed to be in the region 1200-1000 cm -1 and 1690-1670 cm -1 . However, their bands were overlapped by the water bands.
RESULTS AND DISCUSSION
Exploratory analyses
The PCA and HCA were carried out in the pre-processed spectra to evaluate the milk types differences (skimmed (LD), semiskimmed (LS) and raw (LC)) in the adulterated samples before the quantification step. The dendrogram and the scores of PCA were depicted in the Figure 3 , respectively. The three milk types are well defined in the dendrogram: the group 1 (red) is the skimmed milk, the group 2 (green) is the raw milk and the group 3 (blue) is the semi-skimmed milk. There are two exceptions: a skimmed sample (LD30), which has a large dissimilarity with the other samples, and a raw milk sample (LC5), which is more similar with the semi-skimmed than with the other raw milk samples, probably due to the change in the coordinates in which the distance is calculated after the new group is formed, since the raw and semi-skimmed samples are very close to each other. No pattern related to the CMP concentration was noticed in the dendrogram.
According to the Figure 4 A), the first principal component (PC1), with 46.35% of the explained variance, separates the samples between two PCs: the raw milk samples in the negative side of PC1 and the skimmed and semi-skimmed milk samples in the positive side. The samples distribution along the second principal component (PC2), Figure 5 shows the scores of the first three main components where we can observe the clear separation of the three types of milk used.
The PC1 loadings (Figure 6 (a) ) showed a major influence of water related bands, which explained the separation between the skimmed milk to the others. On the other hand, the PC3 loadings ( Figure 6 (b) ) showed a major influence of the absorption bands in the 1700-1500 cm -1 .
Multivariate Regression
The pre-processed spectra were submitted to multivariate regression algorithms with the intent of develop a CMP quantification methodology with infrared spectra as input. The CMP concentrations determined by LC-MS/MS were used as reference. The CMP values determined by LC-MS/MS were 0.0053-0.4076 g L -1 and 0.0166-0.3976 g L -1 for the set of calibration and prediction samples, respectively. The samples were divided in two groups: a calibration set, in which the spectra and concentrations were used for model development, and a prediction set, in which the spectra and concentrations were used to validate the model. The PLSR, siPLSR and LS-SVM were used as multivariate algorithms. The regression parameters and the latent variables used for PLSR (M1), the best intervals and interval combinations (siPLSR) (M2-M8) as well as the regression parameters for LS-SVM (S1-S6) were depicted in Table 1 . Employing paired t test with 95% confidence, for the prediction set, all models by PLS presented significantly different results, except (M1 and M4) and (M5 and M8) that presented equivalent results among themselves. For the models by LS-SVM all presented significantly different results.
The PLSR model (M1) with 7 latent variables presented a satisfactory RMSEC, RMSECV and RMSEP as well as a high R 2 .
In the siPLSR two models of combinations two by two (M2 and M3), two models of combination three by three (M4 and M5) and three models of combinations four by four (M6 and M7) due to its good regression parameters were selected. However, not all interval combinations improved the parameters in relation of M1. Figure 7a shows the pure CMP spectrum. The variance importance index scores (VIP) (Figure 7 B) showed a major influence of three regions: 3300-3200 cm -1 , 1700-1600 cm -1 and 1200-1000 cm -1
. 17 These regions are in agreement with the main signals present in the pure CMP spectrum, being the most representative ones for the construction of the calibration models employing the infrared spectra. Figures 8 and 9 show the explained variance per latent variable and the regression model for M1, respectively.
The LS-SVM models (S1-S6) were, in general, better in relation regression parameters than the PLSR models. The best LS-SVM regression was also the entire spectra model (S1) (Figure 10 ) that was even better than the M1 model. The S1 presented a similar RMSEC, RMSECV and R
2
, but a better RMSEP in relation to the others. Moreover, the variables reduction for quantification of CMP in milk did not improve the model, probably because the information that can be related to the adulteration was overlapped in all spectra. At last, the two models S1 and M1 presented good results for CMP quantification in milk, with good RMSEC, RMSECV, RMSEP and R 2 . In addition, the LS-SVM presented a better result mainly due to its generalization capacity avoiding the over fitting. [18] [19] [20] 
CONCLUSIONS
A methodology to quantify CMP in milk samples through FTIR-ATR associated with chemometrics was developed. The HCA and PCA separated the three milk types according to its fat and water content. In addition, the PCA showed a separation trend related to CMP content. The PLSR, siPLSR and LS-SVM models were developed and had good regression parameters. The best models used all spectra range, which indicates that the CMP information was overlapped in all spectra. The methodology developed with LS-SVM algorithm showed a better result in relation to the PLSR algorithm. Lastly, the methodology developed was suitable to detect CMP adulteration and quantify it.
